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Abstract 
A Cosmic Ray Test Facility (CRTF) is the first large-scale implementation of a scintillation 
triggering system based on a new scintillation technique known as START. In START, the scintil-
lation light is collected and transported by WLS optical fibers, while light detection is performed 
by pairs of avalanche photodiodes with the Metal–Resistor–Semiconductor structure operated in 
the Geiger mode (MRS APD). START delivers 100% efficiency of cosmic muon detection, while 
its intrinsic noise level is less than 10
–2
 Hz. CRTF, consisting of 160 START channels, has been 
continuously operated by the ALICE TOF collaboration for more than 25 000 hours, and has dem-
onstrated a high level of stability. Fewer than 10% of MRS APDs had to be replaced during this pe-
riod. 
Keywords: ALICE, TOF, START, Scintillation tile, Avalanche photodiode, Geiger mode. 
PACS: 07.60.Vg; 29.40.Mc; 29.40.Wk; 85.60.Dw. 
1. Introduction 
During the last 15 years, a significant breakthrough has been achieved in the development of mi-
cro-cell avalanche photodiodes operated in the Geiger mode for the purpose of visible light detection 
[1]. Avalanche photodiodes with the Metal–Resistor–Semiconductor structure (MRS APD), developed 
and produced by CPTA
1
, have proved to be a superior solution for Geiger-mode photodetectors with 
n
+–p–π–p++ structure, optimized for the detection of light in the green-red spectrum region [2]. A spe-
cial meso-structure with optical decoupling of micro-cells [3] ensures that the single-photon detection 
efficiency of MRS APD is more than 25%, while its noise measured at the level of 4 photo-electrons is 
about 1 kHz. These characteristics, together with the low bias voltage (20–50 V), low price, tiny di-
mensions (sensitive area of the order of 1 mm
2
), and insensitivity to the magnetic field, make MRS 
APD a competitive device as compared to multi-anode PMT [1].  
Initially developed for hadron calorimetry, the method of light collection by means of WLS fi-
bers, positioned in ring-shaped grooves inside organic scintillating plastic plates, has been imple-
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2 
mented in a scintillation counter 
with MRS APD light readout 
(START). The basic idea of 
START operation consists of simul-
taneous detection of light by two 
MRS APDs coupled to the opposite 
sides of a fiber piece [4].  
The rectangular shape of 
START allows for coverage of 
large areas with multi-channel ar-
rays of such devices. No degrada-
tion of START characteristics has 
been observed in the first 32-
channel prototype [5]. Subsequent 
improvement of the MRS APD per-
formance has resulted in less strin-
gent requirements for the quality of 
scintillating plastic, making the 
usage of relatively cheap Polisterol-
165
2
 possible in large-scale START 
implementations. This version of 
START was adopted as a basic 
element of a cosmic ray test facility 
(CRTF), intended for mass tests of 
the ALICE TOF modules [6]. 
2. START 
characteristics 
With a compact electronic 
card that produces coincidence sig-
nal from the two MRS APDs and is 
mounted directly on its body (see 
photo in Fig. 1), START represents 
an autonomous scintillation coun-
ter. 
To measure the noise charac-
teristics and efficiency of START 
in response to cosmic particles, a 
tested START sample, sized 15  
15  1.5 cm3, was placed in the cen-
ter between two scintillation coun-
ters with plastic dimensions of 14  
14  1 cm3, positioned 1.7 m apart. 
Coincidence of signals from the 
scintillation counters was used to 
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Fig. 1. General layout of START (external dimensions 15 
× 15 × 1.5 cm3). 
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Fig. 2. Signal and noise rates of START in response to 
cosmic radiation. 
  
3 
trigger the passage of ionizing particles through START. Signals coming from the two MRS APDs 
were fed to discriminators with variable thresholds, which produced 50 ns-long NIM pulses. These 
pulses were then sent to two coincidence circuits with time gates of 100 ns, one of the pulses being de-
layed for 250 ns before arrival at the second circuit. Thus, the first circuit triggered real coincidences 
(true START signals), while the second one allowed monitoring of accidental coincidences (false 
START signals, or noise). Individual noise rates of the MRS APDs, F1 and F2, were measured as well. 
Changes in the threshold values were applied to both discriminators simultaneously. The rate of acci-
dental coincidences was found to be equal to F1 F2  100 ns within 5% of accuracy at all thresholds, 
which proved the absence of cross-talks between two photo-diode channels. Shown in Fig. 2 are the 
rates of true and false START events for different discriminator thresholds. When the threshold ex-
ceeds 100 mV (which is above the fourth photoelectron peak) the noise rate becomes less than 
10
−2
 Hz, while the signal rate flattens to a quasi-plateau of 8–10 Hz, this value being consistent with 
the intensity of cosmic radiation. 
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(a) (b) 
Fig. 3. (a) Amplitude and (b) timing distribution of START signals, measured at the discriminator thre-
shold of 115 mV. 
 Amplitude spectra of the two MRS APDs and a timing spectrum of START measured relative to 
the trigger produced by the scintillation counters are shown in Fig. 3. After cutting off the pedestal 
events (not related to START and probably induced by high-voltage equipment positioned close to the 
setup), the efficiency of START was evaluated by counting the number of events accumulated in the 
overflow TDC channel. With the discriminating threshold set at 115 mV (which is the case for the data 
in Fig. 3) the efficiency was found to exceed 99%. It stays this high within a wide range of discrimi-
nating thresholds, corresponding to the quasi-plateau in Fig. 2. Precise adjustment of the thresholds for 
different START samples is hence not necessary, and large arrays of STARTs may be put into action 
without complicated calibration. 
3. Triggering system for CRTF 
The TOF system of the ALICE experiment is based on more than 159 000 strips of Multi-Gap 
Resistive Plate Chambers (MRPC), covering the area of about 150 m
2
 [6]. To simplify the construction 
and tests of the system, the MRPC strips are assembled in modules of three types: central (1.2 × 
1.6 m
2
), intermediate (1.5 × 1.6 m2) and external (1.7 × 1.6 m2). These modules are in turn assembled 
in 18 supermodules, 5 modules in each (external–intermediate–central–intermediate–external). Beam 
  
4 
tests of the ALICE TOF modules turned out to be very time- and cost-consuming and were omitted. As 
an alternative, tests with rays of cosmic muons were suggested, in which up to 6 TOF modules were to 
be positioned over each other between two trigger layers to form a telescope. The trigger signal was 
assumed to be produced by coincidence of signals from the upper and lower trigger layers. The size, 
position and granularity of the trigger layers had to be chosen so as to provide sufficient detection and 
tracking efficiency, the latter being determined by the size of a single MRPC cell (3.5 × 2.5 cm2) and 
the geometry of the test facility. The triggering detectors were required to possess 100% detection effi-
ciency towards MIP and minimum noise level. For many reasons, some of which may be found in [5], 
a 15 × 15 cm2 version of START was chosen as a muon triggering counter for CRTF. 
  
(a) (b) 
Fig. 4. CRTF design and operation: (a) steel support frame with the two START trigger layers, (b) instal-
lation of an MRPC module into the facility. 
As the photo in Fig. 4a illustrates, each trigger layer (1.2 × 1.5 m2) consisted of 80 STARTs, 
combined in 10 strips, 8 detectors per strip. The distance between the two trigger layers was about 
2.3 m. The total number of STARTs was therefore 160, and the number of MRS APDs equaled to 320. 
Bias voltages for individual MRS APDs could be adjusted by resistive dividers positioned on electron-
ic boards, which made it possible to use a single power supply unit for all photodiodes. The rest of the 
electronics were powered with two identical power supply units. 
The whole setup was assembled on a steel support frame. Insertion of TOF modules was facili-
tated by using rollers and horizontal rails positioned on both sides of the frame, as well as a special 
movable shelf shown on photo in Fig. 4b. 
4. Trigger configuration and efficiency monitoring 
Since the outputs of electronic cards were logical signals, the trigger formation and system moni-
toring were implemented by programmable logical blocks, controlled with the Labview
3
 package by 
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5 
means of a Wienner
4
 CC-USB controller. Fig. 5a shows the front panel of the trigger configuration 
program. Any counter could be included or excluded from the coincidence. This was helpful if, for in-
stance, any part of a TOF module was not functioning well and had to be repaired: The trigger sche-
matics made the study of a particular part of the module area possible in repeated tests. 
In case a coincidence signal from the trigger layers was generated, a cosmic particle track was 
lined through two fired STARTs, which allowed measurement of efficiencies of the MRPC cells hit by 
the track. Due to low intrinsic noise of STARTs, the input of noise events into these estimations was 
negligible. Inefficient MRPC cells were therefore selected by the decrease of coincidence rate in the 
corresponding region of module surface. Presented in Fig. 5b is the front panel of the monitoring 
gram showing distributions of count rates in the two triggering layers and the coincidence rate. 
5. Changes of the CRTF characteristics in the process of its 
exploitation 
The coincidence count rates were measured at the beginning of CRTF operation in the absence 
of the TOF modules and in 6 months after its launch with the TOF modules present. The results are 
presented in Fig. 6. A visible distinction of mean values may be explained by rescattering of cosmics 
in the material of the TOF modules (the solid angle for each pair of STARTs is less than 2 degrees), 
front-end electronic cards and cable lines. Different types of TOF modules varied in length which ex-
plains the dependence of the count rate on the strip number (all modules were aligned to the left, i.e. to 
the channels 71–80). One can also see START pairs with significantly lower count rates which is a 
sign of the loss of efficiency by at least one of the two counters in a pair. 
The consumption currents of MRS APDs could only be measured during short breaks in the test 
runs, when both trigger planes became accessible. Fig. 7 shows the relation of currents measured in 1 
and 6 months after the launch of CRTF to their initial values for each MRS APD in one trigger layer. 
The outliers correspond to the STARTs, for which the decrease of efficiency was previously seen (bins 
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(a) (b) 
Fig. 5. Front panels of the trigger controlling programs: (a) trigger configuration, (b) count rates in the 
trigger layers and coincidence rate. 
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20, 57, 126 in Fig. 7 correspond 
to bins 11, 28, 63 in Fig. 6). This 
proves that the loss of efficiency 
is due to the fall of supply vol-
tage on the protection serial resis-
tor of 100 kΩ. After this effect 
was discovered, the malfunction-
ing STARTs were replaced dur-
ing the following test interrup-
tions. Four cases were accompa-
nied with a complete loss of effi-
ciency by corresponding coun-
ters; measurement of the con-
sumption current for photodiodes 
in these counters proved them to 
be zero. 
6. Study of 
broken MRS 
APDs 
After malfunctioning coun-
ters were disassembled, the bro-
ken photodiodes were analyzed. 
For those MRS APDs with zero 
consumption currents, a loss of 
contact between the photodiode 
pad and the bonding wire (see 
Fig. 8a) was discovered. Al-
though the number of these pho-
todiodes is small, the producer 
has been informed and is current-
ly working on the improvement 
of the quality of bonding.  
There were a total of 27 
MRS APDs that demonstrated an 
increased consumption current. 
Overtime, their consumption cur-
rent continued to grow up to 
20 μA and even further. The 
noise spectrum of these photodi-
odes contained a high-frequency component of more than 20 MHz, with the signal amplitudes 10 times 
less than those produced by single photoelectrons. It is reasonable to assume that this effect is caused 
by an appearance of a conductive channel between the metal and p-type semiconductor layers of the 
photodiode structure due to the thinning of the SiO2 protective layer in one or several micro-cells (see 
Fig. 8b). CPTA is currently analyzing these results to improve the MRS APD production technology. 
7. Conclusion 
For the first time, a large-scale scintillation trigger system based on MRS APDs has been conti-
nuously exploited for a long time period of almost 3 years. As a result of this work, all 87 modules of 
0
500
1000
1500
2000
2500
3000
0 8 16 24 32 40 48 56 64 72 80
C
o
u
n
ts
 /
 1
0
  
s
5
START #
at the beginning of operation
after 6 months of operation
 
Fig. 6. Comparison of START count rates in one trigger 
plane before the launch of CRTF (squares) and after 6 
months of tests (circles). 
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Fig. 7. Comparison of consumption currents of MRS APDs 
after 1 (squares) and 6 (circles) months of CRTF op-
eration. 
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the ALICE TOF system have been successfully tested and calibrated. The calibration results will be 
published in a separate paper.  
 ALICE TOF CRTF built of STARTs has proved to be relatively inexpensive and easy-to-
operate. The two-layer design of the trigger system makes it possible to control its efficiency based on 
the count rate from cosmic muons without LED monitoring. Fewer than 10% of photodiodes were 
identified as malfunctioning during the entire testing period. 
The trigger system described in this article may be exploited both in experiments on high-energy 
physics and in various applied sciences. For instance, the sensitivity of the system to multiple re-
scattering may be useful in detection of foreign objects in a homogeneous medium (customs control) 
or in detection of radioactive sources of low-intensity in wagons and vehicles (security control). 
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Fig. 8. Illustrations to the explanation of degradation of MRS APD characteristics (see Section 6): (a) loca-
tion of the bonding wire contact on the sensitive surface of photodiode, (b) cross-section of the MRS 
APD structure with the possible areas of SiO2 thinning marked with red circles. 
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